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Fig. 4 - The recorded DLS patterns from water suspensions
of E. coli 13473 vs. monomethylhydrazine after
90 minutes at 12, 0.1, and 0.0l ug/ml.
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Fig. 7 - Dose-response curve (G + M)
at low concentrations (0.001
. to 1.0 ug/ml) of monomethyl-
hydrazine vs E.coli ATCC
A 13473.
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A Fig. 8 - same as Fig. 7, but at high
concentrations (0.1 to 12 ug/ml)
of monomethylhydrazine.
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Fig. 10 - DLS patterns from E. coli ATCC 13473 suspensions
at 0, 0.01, and 12 ug/ml of dimethylhydrazine.
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responsive. E. coll 3643 exhibited sensitivity to NDMA to 6.0
ug/ml, but the growth curves were not sharp. An attempt to
improve the morphology effects on E. colil 3643 over 3 hours using
synthetic medium instead of water, or additional brain heart
infusion broth (BHI) in the water failed. The best results were
obtained in pure water. E. coli B-8 and Kp 886 also yielded poor
DLS scattering curves for the bacteria after 3 hours of incubation
and the results did not indicate that further modifications of the
protocols for these bacteria would be worthwhile. E. coli 2480
without added purines nor amino acids was "responsive" but by
stimulation of growth rather than by inhibition to a sensitivity
of at least 0.6 ug/ml. Addition of purines and amino acids almost
completely reversed this effect. Similarly for Kp 101, the
addition of purines and amino acids completely reversed the effect
of NDMA. Similar results were achieved with the addition of
inositol and choline.

Although E. coli 2480, E. coli 13473 and perhaps S 41 as well
as K 886 deserve further effort, with modified protocols vs. NDMA,
the best assay organism for this chemical so far is Kp 101 per
Fig. 11. Details of culture growth conditions, including (i) vol-
ume of fresh broth to volume of overnight culture, (11)
temperature, (i1ii) time for incubation with chemical, and (iv) pH
control, require considerable attention to insure reproducible
results on a dally basis. The nature of the problems encountered
are shown in Figs. 12 and 13 where "morphology" and "growth" in
the presence of chemlcal are seen to be functions of growth stage
of the bacteria and length of incubation before assay.

JP4 and JP8

Figures 14 and 15 show the DLS patterns, produced by the WSF
of JP4 and JP8, respectively, at various concentrations following
90 minutes of incubation. Figures 16 and 17 are corresponding
data for 120 minutes. These data were generated using a new
Differential III system which incorporates a detector array. The
extensive on-board computer system permitted a detailed Chebyshev
polynomial analysis yleld, a direct measure of growth inhibition
(stimulation), and a more definitive analysis of morphology
differences. Note that the fuel WSFs seem to stimulate growth
slightly. In general, the curves show that the size distribution
of fuel-affected cells are broadened with increasing
concentration. It 1s estimated that the maximum WSF is about 0.01
pg/ml and the lowest concentration detected was about 0.001 ug/ml.
Table 1 presents the dose-response data of the % growth inhibition
(I) and shape (morphology, M) change for the two fuels at 90
minutes. Note that the negative growth inhibition values
correspond to growth stimulation.
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Fig. 11 - Dose-response curve
(G + M) for a 3 hour
assay using Kp 101
and various concentrations
of nitrosodimethylamine.

&

———1 = mean and
estimated standard deviation
for assays on three sep-
arate days.

iy
4i#1 —h—

G:::;ontrol score for water

0 20 30 40 50 60 70 80 90 100 10 120
DLS SCORE -22-




INTENSITY)

LOG (RELATIVE

Fig. 12 - DLS patterns recorded on successive
days from water suspensions of Kp 101
vs. nitrosodimethylamine.
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Fig. 13 - DLS patterns for Kp 101 vs. nitrosodimethylamine
as a function of incubation time at one concen-
tration (0.6 pg/ml). Note that the DLS effects
reverse and essentially disappear as the
incubation time increases beyond the optimum.
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Cup #0 = control

Cup #1 = 100% WSF
Cup #2 = 50% VSF
Cup #3 = 10% VSF
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1 Fig. 14 - DLS patterns recorded at various dilutions |
b (100%, 50%, 10%) of the water soluble ‘
fraction (WSF) from JP4 against S. aureus 41.

The measurements were made using a new
Differential III system incorporating -
a 15 element array. The system automatically
y interpolates and plots the continuous DLS
b patterns as shown. All incubation times
are 90 minutes.
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Fig., 15 - Same as Fig. 14, but for JP8.
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Fig. 16 - Same as Fig. 14, but for 120 minute
incubation.
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Fig. 17 - Same as Fig. 15; but for 120 minute
incubation.
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TABLE 1
S. Aureus 41

% Inhibition (I) and Shape Change (M) vs. WSF Concentration
for JP4 and JP8 at 90 Minutes

% _WSF %21 (JP4) M (JP4) %1 (JP8) M (JP8)
100 ~-12 6.6 -13 4.2
50 - 8 3.9 - 9 4.4
10 -2 .9 .1 1.4

Most of the growth in the predominantly water suspension 1s endo-
genous, since the 0.3 ml inoculum in 15 ml corresponds on effec-
tive 2% broth solution, but it is interesting to note that after
90 minutes the ratio of bacteria to the number at time zero was
about 2.4. At 120 minutes, this value rises to 3.

ABSOLUTE CONCENTRATIONS OF CELLS

We have previously discussed the stability of the Bacti-
source™ and the fact that we may determine absolute numbers for
each strain by reference to a single Petroff-Hauser counting cham-
ber measurement. By making a single plot at the beginning of each
day, its comparison with the similar plot of a previous day for
which a Petroff-Hauser count has been made, permits a deduction of
the absolute cell numbers present. Figure 18 shows the variation
of the DLS pattern from successive samples made over a period of
several hours from 0.3 ml of Bactisource™ - generated E. coli
ATCC25922 cells added to 15 ml distilled water. At t=0 the
Petroff-Hauser count was 9 x 107 cells/ml. Thus_adding 0.3 ml
to 15 ml of distilled water yielded 0.3 x 9 x 107/15.3 = 1.76 x
106/m1. At t = 4 hrs, the DLS pattern has shifted downward 0.25
inches on a scale corresponding to one decade per 3 inches dis-
placement. Thus at 4 hours, the number of cells in the Bacti-
source™ - generated suspension is just 1.76 x 106 x
10-2973 = 2,13 x 106/m1. Such graphical analysis is
not required in the new Differential III systems since these gen-
erate directly the Chebyshev coefficient expansions of the DLS
patterns in sin 6/2. Thus :

N
In [I(sine6/2)] = ZoanTn [cos(sin®/2)] (2)
n=
, ,If the coefficients a_ correspond to those generated at the
{ time of a Petroff-Hauser count and b_' correspond to the coeffi-
} cients generated on some subsequent aay, then the ratio of cell
i densities on the subsequent day to that on the day of the Petroff-
| Hauser calibration is simply

-29-
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Fig. 18 - Superimposed DLS patterns from Bactisource (TM)

generated suspensions of E. coli ATCC

25922

cells spanning a period of several hours.

Variation of cell densities over, four
was less than 20%.
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R=n/n, = exp [1/2(bgy-ay)], (3)

where a, and b, are the corresponding zero-order Chebyshev
expanslion coefficients.

It should be noted that each strain used must have 1its own
Petroff-Hauser count performed at least once, must be generated
under constant Bactisource™ conditions prescribed by Eq. (1) with
2F/( aV) < 1, and must produce a DLS pattern of a shape nearly
identical to that corresponding to the Petroff-Hauser counted
suspension.

MIXED CULTURES

Figure 19 presents the superimposed DLS patterns from three
suspensions; S. aureus 41 (0.15 ml overnight culture in 15 ml DW),
E. coli, CDC 2051 (0.30 ml overnight culture in 15 ml DW), and the
mixture of the two (0.15 E. coli plus 0.075 ml S. aureus). Figure
20 1llustrates the DLS pattern attalined for a constant S. aureus
inoculum (0.15 ml in 15 ml DW) and various concentrations of E.
coli (from 0 to 0.15 ml). The presence of appreciable
concentrations of a second bacterial strain i1s thus seen to
degrade the initial DLS pattern and thereby degrade the DLS assay
itself. Since endogenous growth will permit, at best, an increase
of cell concentration of only a factor of two or three during a
typical 90 minute assay, an assay based on changes in DLS patterns
of a mixed culture, only one of whose constituents 1is sensitive to
a particular toxicant class, will not be as sensitive as a DLS
assay using a pure culture. If the two constituents
started at equal concentrations, the unaffected strain would
overwhelm the affected strain in the case of toxicant inhibition,
while for growth stimulation, both strain contributions would be
comparable per Fig. 19.

The most effective means of using several strains
simultaneously for purposes of screening several classes of
toxicants 1s to keep them segregated. This procedure is
incorporated into the DLS 800 system whereby five different
strains may be run in parellel to identify and quantify up to 30
different classes of compounds. Assay strain purity is,
therefore, a necessity for the practical implementation of the DLS
biloassay technique.

ASSAY RESPONSE TIME

The general procedures explored in the present study for the
application of DLS techniques to the detection of toxicants in
waste waters require that an aliquot of exponential phase bacteria
be added to the waters. The bacteria should be produced by a
chemostatic device at an essentially fixed concentration in broth.
The final broth/water ratio is of the order of 2%. At this level
of nutrient, maximum bacterial concentrations after 24 hours will
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Fig. 19 - DLS patterns from pure cultures of E. coli
CDC 2051 (0.3 ml in 15 ml DW) and S. aureus
41 (0.15 ml in 15 ml DW) together with the
DLS pattern of a mixture of the two species
(0.15 ml E. coli + 0.075 ml S. dureus).
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Fig. 20 - DLS patterns from water suspensions of
S. aureus 41 to which have been added
various concentrations of E. ecoli CDC 2051.
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probably ge less than 5 x 107/ml if the solutions are inoculated
at 2 x 10°/ml. Indeed, for the most rapidly growing species
studied in the current program, by 120 minutes after inoculating
the 15 ml water specimens, the bacterial number densities had only
increased by about a factor of 3. Within 24 hours, an increase of
cell numbers greater than an order of magnitude would not be real-
istic since, by that time, many cells will have started to lyse in
the nutrient depleted medium. Thus an upper limit of about 24
hours might be established for the DLS assay, were it not for the
so-called MIC effect.

The minimum inhibitory concentration (MIC) of a particular
toxicant is defined as the least concentration inhibiting bacter-
ial growth after 24 hours of exposure. Figure 21 presents a sche-
matic set of idealized dose-response (log C vs. S) curves for a
particular assay strain challenged at different toxicant concen-
trations. As the interaction time increases, the dose-response
curve becomes sharper and eventually breaks at the MIC concentra-
tion, C,. Above C,, the growth has saturated, while there 1is
effectively no response (or growth inhibition) below C,. Note
that the broadest dynamic range of concentrations will be detect-
able within the early times of the assay. At subsequent times,
the lower levels of toxicants have no effect relative to the con-
trol. These effects are vividly illustrated by the experimental
data of Fig. 13. For toxlcants producing growth stimulation, such
action 1s again time limited because of the finite nutrient supply
avallable; the controls will eventually catch up to the stimulated
cells. At very short times, of course, low toxicant levels will
not be able to produce measurable effects. It remains, therefore,
to define an optimal assay time.

The contract objective for confirmation of a rapid bioassay
precludes any periods greater than a few hours. Since the maximum
DLS changes occur during periods of rapid bacterial growth and
since, furthermore, the simplest protocols require no preparations
or modifications of the waste waters other than filtering, the op-
timal assay time has been established at 90 minutes. For some
classes of toxicants such as the nitrosoureas an additional 90
minute period may be required to achieve reasonable sensitivity
and linearity. If toxicants are present at very high levels, then
early reporting of their presence is possible in considerably
shorter times. For the strains examined during the present study,
the minimal assay time for the detection of high toxicant loads is
20 minutes, or the equivalent of about a single bacterial genera-
tion time.

RECOMMENDATIONS FOR FUTURE WORK
The DLS biloassay for the detection of toxicants in waste wa-

ters has been successfully demonstrated. The sensitivity of the
method (SOM) must now be compared and correlated with the more
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conventional fish bioassay. Since the DLS bioassay is expected to
be a far more sensitive, rapid, and economic tool than the fish
bioassay, work on the latter technique should be phased out
rationally as the correlation data becomes overwhelmingly
convincing. A scientifically thorough correlation program could
be completed within a year using a fully automated DLS 800 system.
Such a definitive program should cost about $250,000 in 1979
dollars and would result in substantial savings within a few
months of 1ts successful completion by permitting the immediate
termination of the wasteful research programs concerning fish and
other high 1life forms.

Continued research funding of the fish bioassay technique in
view of the results of the present mini-study may be both wasteful
and impractical. There are enormous political pressures within
EPA and the Air Force, however, to retain the status quo and
continue emphasis on bloassay techniques using higher 1ife forms
such as fish. Most sclentists would agree that the practical
implementation of a fish bioassay for the routine screening of
waste waters will not be possible. Nevertheless, an important
question remains, viz. are there any important toxicants whose
presence can only be detected at meaningful levels by higher life
forms such as fish. Plans to expand fish bioassays are currently
proceeding and many new industries based on the care and
maintenance of such fish are being created, irrespective of the
lack of data confirming the unique detection properties of fish.
EPA has done little to encourage new approaches and it appears now
to rest firmly with the Alr Force to try to break this endless
chain. Expansion and the practical implementation of the DLS
bloassay should become a high priority for Air Force's
Environmental Protection research and development programs.




APPENDIX: SUPPLEMENTARY INFORMATION

A. Publications

No papers were submitted for publication during the
present contract year. A shortened version of this report will
probably be submitted to an environmental journal within the next
few months and reprints sent to the distribution 1list.

B. Professional Personnel

Most of the work on this program was performed by Dr.
Israel N. Rabinowitz and Dr. Philip J. Wyatt. They were assisted
by Margaret Nesbitt, M.S. and Fern Fisher, B.S.

C. Interactions

A paper, A rapid biloassay screen for water-borne toxicants

using differential light scattering, was presented by Drs. Wyatt
and Rabinowitz at the January 15-17, 1979 Review of Air Force
Sponsored Basic Research in Environmental Protection and Toxic
Hazards, held in Los Angeles.

¢
D. New Discoveries, Inventions, and Patent Disclosures

There were no patentable discoveries or inventions made
during the contract perilod.
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